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YELLOW HOME PUMP 

Operating Instructions 


IF YOU HAVE ANY PROBLEMS OPERATING THE PUMP, PLEASE CALL ONE OF THE 
TELEPHONE NUMBERS WRITTEN ON THE OUTSIDE OF YOUR TAKE-HOME ENVELOPE. 

Transfer the shoulder strap from the blue pump to this yellow hohe puhp. 

Place the pump on a desk or table in front of you with the pump on the left 
and the shoulder strap extending out to the right. 

Open the lid on the pump by releasing the two latches. 


ON 


1. TO TURN ON THE PUHP... 

• Depress the small button next to the arrow. 

• when you hear the pump running, close the lid and snap the 
latches to secure the lid tightly. 

2. TO PUT THE PUMP ON ... 

• Place the shoulder strap over your right shoulder, adjust if 
necessary, and 

• Make sure that the pump is on your left hip. 

3. TO ATTACH THE SAMPLER HEAD ... 

• Using the clip, attach the sampler within your breathing 
zone, either by clipping it to ... 

- Your collar 

- Your lapel 

- The shoulder strap (FROM MIDDLE CHEST AREA UP). 

• Make sure that the RED DOT 18 FACING AWAY from you. 


OFF 


When you are ready to stop the pump, reverse these steps by 
following the directions below. 

1. CLIP THE SAMPLER HEAD TO THE SHOULDER STRAP. 

2. TAKE OFF THE PUMP AND SHOULDER STRAP and lay them on a desk or 
table in front of you, and open the lid by releasing the 
latches. 

3. PRESS THE SMALL BUTTON next to the arrow, 

4. When you hear the pump stop, CLOSE THE LID securely. 


DO NOT ALLOW THE SAMPLER HEAD TO BE COVERED WHILE THE PUMP IS RUNNING. IF 
AT ANY TIME YOU NOTICE THAT THE PUMP HAS STOPPED RUNNING (NO SOUND) , PLEASE 
NOTE THE EXACT TIME HERE. 
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